Aim: The aim of this study is to assess if left bundle branch pacing (LBBP) can preserve physiological cardiac synchrony and deliver favorable hemodynamic effects.
| INTRODUCTION
Conventional right ventricular pacing (RVP) is deemed as the standard treatment for patients with bradycardia arrhythmias.
However, long-term RVP can cause cardiac electromechanical asynchrony, impair cardiac contractility, and increase risk of death and hospitalization due to heart failure. [1] [2] [3] In recent years, His bundle pacing (HBP) has been established as a relatively mature method for physiological pacing because it preserves more physiological electromechanical activation of the left ventricle (LV). [4] [5] [6] [7] However, HBP is technically challenging due to its anatomical location and high capture threshold. 8 In 2017, Huang et al 9 reported a new pacing method, termed as "left bundle branch pacing (LBBP)," in a patient with heart failure with left bundle branch block. Since then, several studies have demonstrated that LBBP is a feasible technique, with a low capture threshold and narrow paced QRS duration (QRSd). [10] [11] [12] However, research on cardiac synchrony of LBBP is limited, 11, 13 and therefore more specific and reliable data are needed to evaluate the physiology of LBBP. In present study, we aimed to determine if LBBP could preserve electrical and mechanical synchrony and improve hemodynamic effects.
| METHODS

| Patients and ethical considerations
This was an observational study. Patients diagnosed with sick sinus syndrome (SSS) and normal cardiac function with a narrow QRS complex (QRSd < 120 ms) who were referred for dual-chamber pacemaker implantation at Xiamen Cardiovascular Hospital, Xiamen University between February 2018 and May 2019 were recruited consecutively in this study. The exclusion criteria were atrioventricular block, cardiomyopathy, old myocardial infarction, congenital heart disease, valvular heart disease, and insufficient image quality. The study protocol was approved by the Research Ethics Committee of Xiamen Cardiovascular Hospital, Xiamen University. Our study was carried out in accordance with the Declaration of Helsinki and approval guidelines from the ethics committee. Informed consent was obtained from each patient before participation.
| Pacemaker and lead implantation
LBBP was achieved by a transventricular-septal method described elsewhere. 14, 15 The pacing leads (models 3830, Medtronic Inc, Minneapolis, MN) were positioned in the LV septal subendocardium of the LBB region. According to the electrical features described by Chen et al, 16 a successful LBBP in our study was defined as: (a) the paced QRS morphology by unipolar pacing demonstrated right bundle branch block pattern in lead V1, (b) the stimulus to peak left ventricular activation time (Stim-LVAT) in lead V5 was less than 75 ms and there was no change with low and high output, and (c) the LBB capture threshold was below 1.5 V/0.4 ms. In the right ventricular septum pacing (RVSP) group, the pacing leads (models 5076, Medtronic Inc, Minneapolis, MN) were positioned in the right ventricular septum. In both groups, dual-chamber pacemakers (Medtronic Inc) were implanted with the atrial pacing leads being implanted in the right auricular appendix.
| Electrocardiographic measurements
Twelve-lead surface electrocardiography (ECG) was recorded by the GE CardioLab Electrophysiology recording system (GE Healthcare Inc, Marlborough, MA) at 100 mm/s and the intracardiac electrogram from the tip electrode of 3830 lead was recorded in a unipolar fashion to recognize LBB potentials during the implantation procedure. Three parameters, the intrinsic QRSd, paced QRSd, and Stim-LVAT were measured in sequence. The QRSd was measured from the first to last sharp vector of QRS complex crossing the isoelectric line on the 12 leads under the intrinsic rhythm and the ventricular pacing rhythm respectively for comparison. The paced QRSd was measured from the stimulus to the end of the last deflection of the QRS complex on 12 leads. The Stim-LVAT was measured from the pacing stimulus to the peak of R-wave in lead V5. In addition, the PV interval was also measured, from the LBB potential, which is the high-frequency signal before the QRS complex, to the onset of the QRS complex.
The electrocardiographic recording and measurements were performed and analyzed by two independent and experienced ECG specialists. Three continuous QRS complexes were measured and the averaged values were reported.
| Echocardiographic measurement
Transthoracic echocardiographic examinations were performed 3 days after implantation using color Doppler ultrasonic diagnostic apparatus (EPIQ 7C, Philips Medical Systems) equipped with an X5-1 transducer. Data were collected under two pacing modes in sequence: the AAI mode, which was defined as "nativeconduction mode"; and the DDD mode with short AV delay to ensure complete capture of RVSP or LBBP and avoid fusion with native-conduction, which was defined as "ventricular pacing-on mode (LBBP capture or RVSP capture)." The ventricular pacing parameters was programmed to unipolar pacing with an output of 3.5 V/0.4 ms. In both modes, several parameters including Doppler variables, two-dimensional echocardiographic (2DE) measurement data, real-time three-dimensional echocardiographic (RT-3DE) measurement data, the severity of mitral regurgitation (MR), and tricuspid regurgitation (TR) were assessed according to the latest American Society of Echocardiography guidelines. [17] [18] [19] CAI ET AL.
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In the tissue Doppler image (TDI) mode, the frame rate and speed range were optimized, and five consecutive cardiac cycle images of the apical four-chamber view were acquired. The sampling volume was strip-shaped with a fixed width of 5 mm. corrected by the RR interval. 20 The normal reference value for SDI is ≤ 2.7%. 21 The TDI data were analyzed on an independent workstation (QLAB version 10.8; Philips Medical Systems) with software SQ (Philips Medical System). Offline analysis automatically depicted the velocity, strain rate, and stress curves for each segment. When the intraventricular synchrony was analyzed, the sampling volume was placed in the 12 segments of LV (except for the apex segments), and the time-to-peak contraction velocity (Ts) of each segment was measured.
| LV mechanical synchrony assessment
The averages of data obtained from three cardiac cycles were used for statistical analysis. The standard deviation of Ts in the 12 segments (Tsd-12-LV) was also used to evaluate LV systolic synchrony; Tsd-12-LV more than 33 ms was defined as intraventricular dyssynchrony. 22 
| Hemodynamics effects assessment
Hemodynamic parameters recorded in this study are illustrated below. The parameter, degree of valvular regurgitation, was classified as trace, mild, moderate, and severe according to All echocardiographic examinations and measurements were performed by the same sophisticated technician and analyzed later by two independent experienced investigators.
| Statistical analyses
The Shapiro-Wilk normal test was performed first. Continuous variables were expressed as mean ± standard deviation and categorical variables were expressed as percentages. Differences in mean values between two groups or two modes (native-conduction mode and ventricular pacing-on mode) were compared by Student t test for continuous variables. The χ 2 test was used for categorical data.
Software SPSS 22.0 (SPSS Inc, Armonk, NY) was used to statistically analyze the data for detection and observation. The P value of less than .05 was considered statistically significant. Finally, 78 patients were enrolled in this study after excluding patients who had an intrinsic QRS more than 120 ms, or were accordant with other exclusive criterions, or refused to participate in the study. Among the participants, 40 patients (mean age 65.93 ± 9.99 years; 33% male) underwent LBBP, and 38 patients (mean age 68.61 ± 9.83 years; 37% male) underwent RVSP ( Figure 1 ). Baseline demographics, past medical history, and lead parameters were similar between the two groups, except for the proportion of patients with hypertension. Baseline characteristics are shown in Table 1 .
| RESULTS
| Participants
| Synchronization parameters
In the RVSP group, the paced QRSd were prominently wider and LV mechanical synchronization parameters were significantly larger in the RVSP capture mode than those in the native- Table 2 .
Among the 40 patients who underwent LBBP, 25 patients (62.5%) presented a normal axis of paced QRS and 15 patients (37.5%) had left axis deviation with ventricular pacing. LBB potentials were recorded in 32 patients (80%) and were absent in 8 patients. The duration of PV interval was 18.24 ± 6.23 ms. According to the paced QRS axis and existence of LBB potentials, the LBBP group was divided into four different subgroups as follows: axis between − 30°and + 90°(axis normal), axis between − 30°and − 90°(left axis deviation) with LBB potential (potential + ) and without LBB potential (potential−) subgroups. There were no statistically significant differences in paced QRSd, Stim-LVAT, and LV mechanical synchronization parameters between the potential + and potential-subgroups 
| Early change in hemodynamics
There was no statistically significant difference in the SV measured by the VTI method between the native-conduction (Table 3 ). 
| DISCUSSION
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decades. [1] [2] [3] 23 In recent years, research on the His bundle-Purkinje system pacing has emerged and developed. Studies have suggested that HBP is a relatively mature method for physiological pacing. [4] [5] [6] [7] However, lead placement for HBP is technically challenging due to its anatomical location; besides long-term capture thresholds of HBP have been found to be significantly higher than those of RVP. 8 LBBP is a new promising pacing technique. In this study, we investigated whether it could preserve satisfactory electromechanical synchrony and contribute to favorable hemodynamic effect.
The QRSd has been accepted as a surrogate for the evaluation of electrical synchrony, 24 with a narrow QRSd being associated with good ventricular synchrony. 25 During LBBP, the left ventricular His-
Purkinje system was swiftly recruited by advanced activation of the LBB, which results in better electrical synchrony and a shorter paced QRSd. As shown in our study, the QRSd was significantly shorter with LBBP compared with RVSP and only slightly prolonged compared with intrinsic conduction which is due to the delay activation of right ventricle. This finding was identical to other studies, 10, 11, 26 and confirmed that LBBP could preserve better electrical synchrony.
Previous studies have suggested that electric synchrony was associated with mechanical synchrony. 27 Although slightly wider paced QRSd had been observed in LBBP, the prolonged QRSd has no effect on LV mechanical synchrony measured by single-photon emission computed tomography myocardial perfusion imaging in Hou's study. 11 His research showed that LV synchrony in the LBBP group was superior to that of the RVSP group and similar to that in HBP group. In the present study, we adopted echocardiography to Our study demonstrates that LBBP maintained a good LV mechanical synchrony that was similar to that of native conduction,
and was significantly better than that of RVSP. This finding was consistent with Hou's results. 11 It has been proposed that the degree of regurgitation can also be considered as a predictor of prognosis, and mechanical dyssynchrony may increase the risk of secondary regurgitation. 33 In our study, RVSP increased the degrees of MR and TR compared with native conduction, Yet, no similar changes were observed in the LBBP group which may be a result of better mechanical synchrony maintained by LBBP.
In this study, the native-conduction and the RVSP modes were both the control groups. Due to the self-controlled design of this study, selection bias may be minimized. All patients enrolled in this study had normal cardiac function and a narrow QRSd, thus ventricular synchrony could be deemed as normal under the intrinsic rhythm. Therefore, the physiology of LBBP could be accurately evaluated by comparing with that of native-conduction in this cohort. The LV synchrony between the LBBP and RVSP groups could be effectively compared simultaneously.
In that case, we believed that the design applied in present research enhanced the credibility of our results. 
